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a high-finesse Fabry-Perot cavity resonated
continuously at 1.06-mm wavelength in vacuum
Daqun Li, Dennis Coyne, and Jordan Camp
An optical-loss measurement system based on a resonant Fabry–Perot cavity at 1.06 mm in vacuum has
been developed for independent monitoring of the cavity total loss and the optical absorption loss.
Maintenance of cavity resonance over a one-month period allows the assessment of long-term degradation
of the cavity optics in the presence of outgassing materials, with sensitivities of 5 ppmyyr for total cavity
loss and 2 ppmyyr for cavity absorption loss. Test results for light-emitting diodes, Kapton-insulated
cable assemblies, and Vac-seal epoxy adhesive are given. Scaling of these results to the optical perfor-
mance requirements of LIGO is discussed. © 1999 Optical Society of America
OCIS codes: 290.4210, 300.1030, 050.2230, 000.2780, 140.0140.m
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p1. Introduction
The Laser Interferometer Gravitational-Wave Obser-
vatory ~LIGO! project1 uses high-power optical inter-
ferometry ~;20 kW in the arm cavities, and ;300 W
in the recycling cavity! to provide the required shot-
noise-limited sensitivity for gravitational-wave de-
tection. To achieve this goal, low-absorption optics
must be used to avoid thermal effects, and scatter
must be controlled to maintain optical efficiency and
to avoid coupling to mechanical noise sources by
means of multiple scattering. In addition to estab-
lishing the optics fabrication requirements, subse-
quent contamination of the optics ~which are
operated under high vacuum! must also be limited.
eposition on the coated surfaces of the optics from
acuum system contaminants can increase coating
icroroughness and subsequently cause light scat-
ering, thereby reducing the available optical circu-
ating power. Deposited contaminants, when
lluminated with high-power optical beams, can also
ive rise to local heating owing to optical absorption.
he heating can deform the optical figure or induce a
hermal-lensing effect from the coupling of the ther-
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ture gradient in the affected optics.
To avoid these problems, LIGO has set a limit on
he rate of increase in loss for its optics of no more
han 10 ppmyyr scatter and 2 ppmyyr absorption.
epresentative samples of each material included in
IGO’s vacuum system must be screened to ensure
he material does not induce optical losses exceeding
he LIGO loss limit. As a wide variety of materials
re used in large amounts and the consequences of
urface contamination are not readily amenable to
heoretical prediction, contamination screening of
aterials has to be conducted experimentally. It
as been demonstrated that total mirror losses can be
nferred with a resolution of 5 ppm by measurement
f the power storage time of an optical cavity com-
osed of the mirrors to be tested.2 This technique
led to an initial investigation at LIGO to study the
contamination effects of Fluorel and RTV-615 springs
on 110-ppm nominal transmission mirrors at a wave-
length of 515 nm.3 The study reported here was
undertaken, as additional data were needed for a
larger range of materials and at the built design
wavelength of LIGO ~1064 nm!.
The loss measurement based on optical cavity stor-
age time can only imply the total cavity loss, that is,
the sum of mirror transmission, scatter, and absorp-
tion losses. It cannot, however, distinguish the ab-
sorption loss from the total cavity loss as required by
LIGO. There are a number of techniques such as
photoacoustic sensing4 and photothermal detection5,6
capable of measuring surface absorption down to the
a
t
mparts per million level; however, none of these tech-
niques can be readily applied to a resonant optical
cavity under vacuum. We have chosen an optical
absorption loss measurement that is implemented in
a resonant optical cavity by evaluation of the shift in
beat frequency of two transverse electromagnetic
~TEM! modes resonated simultaneously in the cavi-
ty.7 The shift occurs because the curvature defor-
mation of cavity mirrors caused by heating due to
optical absorption changes the cavity optical geome-
try and consequently alters the frequency spacing of
the cavity resonant modes.
In this paper we describe an optical-loss measure-
ment system in which the cavity storage-time-based
loss measurement and the absorption-loss detection
are adapted to one system. The implementation of
two independent loss measurements in one system
also allows results to be cross checked under the same
condition. The capability of maintaining our optical
cavity on resonance continuously over long periods
allows us to examine the effect of the laser field on the
possible intensity-dependent dissociation and surface
deposition of gaseous contaminants. Thus the sys-
tem provides a powerful tool for evaluating the long-
term optical contamination pattern of materials. So
far we have used the above two independent loss-
detection techniques to conduct contamination stud-
ies of LIGO materials such as epoxy-encapsulated
light-emitting diodes ~LED’s!, Kapton cable assem-
blies, and Vac-seal epoxy adhesive. Scaling of the
testing results to LIGO is also discussed in this pa-
per.
2. Loss-Measurement Principles and Modeling
A. Total Cavity Loss
If a laser beam is injected into a high-finesse Fabry–
Perot cavity composed of low-loss mirrors and the
laser frequency is stabilized to one of the cavity
modes with a good optical coupling efficiency, the
intracavity optical circulating power begins to build
until it reaches a steady power level. Conversely, if
a resonant optical cavity at a steady state is shut off,
the stored optical power in the cavity displays a char-
acteristic decay as
It~t! 5 It~0!exp~2tyt!, (1)
where It~t! is the transmitted power from the cavity
t time t counting from the shutoff moment, It~0! is
he cavity transmitted power initially at the shutoff
oment, and t is the cavity power storage time, also
called cavity power decay time. The cavity power
storage time in relation to the total cavity loss can be
expressed by
Lloss 5 2lyct, (2)
where l is the cavity mirror separation and c is the
speed of light. The total cavity loss represents the
sum of cavity transmission, scatter, and absorption
losses.1B. Cavity Optical Absorption Loss
The surface optical absorption of optics can be in-
ferred from thermal expansion of the heated optic
surfaces with the optics configured to form a resonant
optical cavity. The absorption-induced surface ex-
pansion of cavity mirrors changes the optical geom-
etry of the cavity and therefore alters the frequency
spacing between cavity modes. To a first approxi-
mation, the surface thermal expansion of an optic
under optical illumination can be expressed by a
change in the sagitta as8
ds < ~ay4pk!Pa, (3)
with a the thermal expansion coefficient, k the heat
conductivity of the substrate, and Pa the absorbed
optical power. For simplicity, in the case of a flat
mirror, the sagitta change can be interpreted as a
radius of curvature change of the heated optic of
Reff 5 w
2y2ds, (4)
with w the beam waist on the optic surface, thus
altering the cavity g factor as,
g9 5 1 2 lyReff 5 1 1 2ldsyw2. (5)
Given that the stored power of a resonant cavity Ps is
the ratio of the cavity output power It to the cavity
output mirror transmissivity T, one can rewrite Eq.
~5! as
g9 5 1 1 alIt Ay2pkw2T, (6)
knowing that
Pa 5 Ps A, (7)
where A is the surface optical absorbance of the
heated optic. Since the frequency spacing between
two cavity modes of different order is a function of
cavity g factors, surface optical absorbance of cavity
mirrors can be inferred by measurement of the shift
in such frequency spacing at two cavity-illuminating
power levels accordingly9 as
~Dn10200!9 2 ~Dn10200!0 5
c
2pl
cos21$@~g1!9~g2!9#%
1y2
2
c
2pl
cos21$@~g1!0~g2!0#
1y3%,
(8)
with subscripts 10 and 00 representing a first-order
mode and its adjacent fundamental mode, subscripts
1 and 2 referring to mirrors 1 and 2 supposing a
two-mirror cavity, and single and double primes in-
dicating two different illuminating power levels.
For our test apparatus, we use a flat-concave ~1-m
radius! cavity composed of 65-ppm transmission
fused-silica mirrors ~ayk 5 3.3 3 1027 myW! with a
mirror separation of 0.5 m. A 400-W change in cav-
ity stored power with 1 ppm total cavity absorption
shifts the beat frequency between a TEM00 mode and
its adjacent first-order mode of the cavity by ;3 kHzSeptember 1999 y Vol. 38, No. 25 y APPLIED OPTICS 5379
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5out of an initial separation of roughly 75 MHz, ac-
cording to the above equations.
We have developed a finite-element code to model
the surface deformation caused by heating with a
Gaussian laser spot. We found agreement at the
20% level with the estimates above.
3. Apparatus and Experimental Procedures
The basic apparatus for our experiments is a two-
mirror Fabry–Perot cavity in a vacuum chamber kept
on resonance continuously by our locking the fre-
quency of a source Nd:YAG laser ~Lightwave Elec-
tronics, 126! to one of the cavity’s TEM00 modes, as
shown schematically in Fig. 1. The cavity was com-
posed of both a flat and a concave mirror with a
radius of curvature of 1 m. We separated the two
mirrors by 0.5 m, which yielded a beam waist of 0.4
mm, by attaching them to each end of a hollow cylin-
drical glass spacer with side holes for vacuum vent-
ing. The spacer was suspended with thin metal
wires for vibration isolation. The fused-silica mir-
rors were coated to have normal transmissivity of
;65 ppm at 1064 nm. The cavity chamber of ;20
800 cm3 in volume was pumped continuously with an
ion pump ~Varian, 921-2001! at a pumping speed of 8
ys to maintain the vacuum at ;1026 Torr. The
laser was locked to the cavity resonance with the
radio frequency ~RF! phase-modulated reflection
technique.10 The laser beam was phase modulated
at 12.3 MHz with an electro-optic modulator ~New
ocus, 4004!. Light returning from the cavity input
oupler was detected by a RF photodetector with its
hotocurrent multiplied against the modulating RF
Fig. 1. Schematic diagram of the optical contamination cavity
setup. ly2 and ly4, half-wave and quarter-wave plates; M1–M6,
mirrors; EOM, electro-optic modulator; PBS, polarizing beam split-
ter; PD, photodetector; A1 and A2, low-noise amplifiers; BS, beam
splitter; SPZT and FPZT, slow and fast piezofrequency actuators of
the laser frequency servo system. The PBS in combination with
the ly4 plate function to discriminate the cavity reflection beam
from the incident beam. The decay PD is used to monitor the
cavity transmitted power decay for total cavity loss measurement,
whereas the fast PD measures the beat frequency between cavity
resonant modes for optical absorption inference.380 APPLIED OPTICS y Vol. 38, No. 25 y 1 September 1999aveform in a double-balanced mixer. The mixed
ignal was integrated to form a bipolar error signal
hat indicated the magnitude and sign of the laser
requency’s deviation from the cavity eigenfrequency.
his signal was filtered and fed back to the laser’s
requency control input to maintain cavity resonance.
ith the aid of a pair of mode-matching lenses, at
east 80% of incident light was coupled into a cavity’s
EM00 mode.
We measured the decay time of our resonant cavity
by transitorily disabling the cavity resonance with a
transient pulse signal ~200 ms wide! sent to interrupt
he frequency servo electronics, while monitoring the
avity transmitted power decay via a photodetector
ith the aid of a digital storage oscilloscope. A wide-
requency bandwidth ~100 kHz! photodetector was
mployed for accurate measurement of the transmit-
ed power decay of our cavity, typically near 24 ms.
t was found that the cavity decay time varies with a
arying temperature in the surrounding environ-
ent, possibly owing to a relative position change
etween the two cavity mirrors, as induced by tem-
erature variations. To minimize this problem, the
avity chamber was temperature stabilized within
.5 K at a temperature set a few degrees Celsius
bove ambient temperature. Typically, 100 mW of
aser power was incident onto our cavity with
700-W optical power stored in the cavity, leading to
150 kWycm2 in stored power density, comparable
with that used in the highest-intensity cavities ~the
ode-cleaner cavities! in LIGO.
To measure the beat frequency between cavity res-
onant modes for absorption inference, we generated
additional sidebands that we swept using the same
electro-optic modulator with a RF signal generator
~Hewlett Packard, 8656By001! while keeping the cav-
ity locked at a TEM00 mode. When the sidebands
were swept across the beat frequency, we obtained
the amplitude profile of the first-order mode reso-
nated adjacently to the locked TEM00 mode by mon-
itoring the cavity transmitted signal with a fast
photodetector ~New Focus, 1811! and then by demod-
ulating the detector output at the RF frequency. We
achieved continuous adjustment of incident laser
power by rotating a half-wave plate located in front of
a Faraday isolator, shown in Fig. 1, while still main-
taining the cavity on resonance.
For an initially clean and stable environment for
future material screening to be provided, the cavity
interior chamber, including the glass spacer with the
exception of cavity mirrors, was vacuum baked at
200 °C for three days. Subsequently, for one month
total cavity loss and absorption loss of the empty clean
cavity were monitored continuously from the resonant
cavity to ensure the observed losses stayed low and
stable. Next, test materials for screening were pre-
pared according to LIGO procedures. The prepara-
tions generally involved a cleaning, a vacuum baking,
and then a residual gas analysis scanning. The ma-
terials with an acceptable residual gas analysis scan
were then carefully loaded into the cavity chamber or
the glass spacer, if possible, so that they faced the
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fcavity mirrors as closely as possible. Total cavity loss
and cavity absorption loss were independently moni-
tored for one month, and annual cavity losses were
extrapolated from the amassed data to compare with
the LIGO loss limit. To date, three in-vacuum com-
ponents or assemblies have been tested in our cavities.
Five Toshiba LED’s ~TLN107A! and five Toshiba inte-
grated circuit ~IC! chips ~TPS703A! were tested in one
test cycle. The equivalent of 1440 bonds ~;2 3 1024
cm3 per bond! of Vac-seal epoxy ~Physical Electronics,
288-6000! was spread ~15 cm 3 5 cm! onto a piece of
clean aluminum foil and cured for 72 hrs before being
loaded into the cavity in a second test. The LEDs and
IC chips and the Vac-seal epoxy were loaded into the
glass spacer of the cavity that viewed the cavity mir-
rors directly. In a third test, Kapton ribbon cables,
with 25-pin, D-type connectors, all manufactured by
MDC Vacuum Products, with a total surface area of
;200 cm2, were placed outside the spacer but facing
he side vent holes of the spacer for maximum mirror
xposure.
4. Results and Discussion
A. Material Screening Results
The result of 128 averages of the power decay of a
cavity TEM00 mode, fitted with an exponential func-
tion, is illustrated in Fig. 2. The fitted decay time ~t!
of 25.738 6 0.018 ms corresponds to 129.51 6 0.09
pm in total cavity loss according to Eq. ~2!. Also,
rom this decay time, the finesse of the cavity can be
erived to be ;4.84 3 104, from the ratio of the free
spectral range of the cavity, 300 MHz, to the cavity
intensity linewidth, 6.2 kHz.
A 4-kHz shift in beat frequency between a TEM00
mode and its adjacent first-order mode was observed
from our cavity with respect to the ;400 W change in
Fig. 2. Exponential decay in cavity stored power with a decay
time of 25.738 6 0.018 ms corresponding to 129.51 6 0.09 ppm in
total cavity loss. Multiplication symbols ~3! represent the exper-
imental data points and the solid curve is the least-squares-fitted
exponential curve.1cavity stored power, as demonstrated in Fig. 3, indi-
cating roughly 1.3 6 0.4 ppm, including uncertainties
from modeling and measurement errors, for cavity
total absorption loss ~summed surface absorption loss
of cavity mirrors! as implied by Eqs. ~3!–~8!. In this
gure, the higher- and lower-peak curves correspond
o the amplitude profiles of a first-order mode at
igher and lower illuminating power levels, respec-
ively. The beat frequency was observed to shift to-
ard the higher frequency at a lower stored power
evel, as anticipated theoretically by Eq. ~8!. The
avity beat frequency measurement requires
ultiple-cavity spatial-mode excitation, which we did
y a slight mode misalignment. Apart from cavity
isalignment, the amplitude of a first-order mode
rofile needs to be optimized by a defocusing of the
avity transmitted beam to overfill the active area of
he detecting photodiode, as otherwise the detector
ould detect no beating between the orthogonal fun-
amental and the first-order modes. For detector
aturation to be avoided, the optical power incident
nto the detecting photodiode was typically attenu-
ted not to exceed 5 mW.
Figure 4 shows the monitored cavity decay time
total cavity loss! and total absorption loss over 33
ays for Vac-seal epoxy with the slopes least-squares
tted for both losses. The fitted slopes were used to
redict the annual total or absorption loss change in
ur test apparatus. The measurement errors, typi-
ally near 0.02 ms, are too small to account for the
.2-ms decay time fluctuations displayed in Fig. 4.
hese fluctuations can be partially explained by the
esidual temperature drift of the cavity chamber near
.5 K, because, without temperature stabilization of
he cavity chamber, the decay time of this cavity was
ound to fluctuate with room temperature at ;0.3
msyK. These fluctuations were most likely caused
by relative position change between cavity mirrors
during the measurement period, since the cavity de-
cay time measured with a first-order mode deviated
Fig. 3. Shift of a first-order mode frequency due to a 400-W
change in cavity stored power with the cavity locked to a funda-
mental mode, revealing roughly 1.3 6 0.4 ppm in cavity total
absorption loss.September 1999 y Vol. 38, No. 25 y APPLIED OPTICS 5381
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5from that measured with a fundamental mode by 0.4
ms ~;2 ppm change in total cavity loss!, indicating
that the mirror reflectivity is not perfectly uniform
over the coating surface. Table 1 summarizes the
testing results of the LED’s and IC chips, the Kapton-
insulated cable assemblies, and the Vac-seal epoxy
for the two-mirror cavity. The data for LED’s were
obtained initially when the cavity chamber was not
temperature stabilized; thus the annual scatter and
absorption loss of 8.54 ppm may result in part from
the temperature effect on the decay time measure-
ments as stated above. For other materials in this
table, no significant loss trends can be seen except for
Kapton cables, which implies an annual increase of
Fig. 4. Decay time ~top trace! and shift of the first-order mode
requency ~bottom trace! with a consistent step change in cavity
tored power for the cavity containing Vac-seal epoxy over 33 days.
inear least-squares fit of the data against time yields slopes of
0.005 6 0.001 msyday for the decay time and 20.004 6 0.005
Hzyday for the frequency shift.
Table 1. Annual Loss Predictions of LED’s and IC Chips, Kapton Cable
Measured Loss ~ppm! LED’s and IC Chips
Annual scatter and absorption loss 18.54 6 2.64
Annual absorption loss 10.7 6 0.5
aData were obtained before temperature stabilization of cavity382 APPLIED OPTICS y Vol. 38, No. 25 y 1 September 19998.43 6 2.14 ppm in scatter and in absorption losses.
Because a stable absorption loss was monitored over
the same period, the above loss increase may solely
result from scatter loss. It can be also concluded
that our system has an annual sensitivity of ;5 ppm
in total cavity loss and ;1 ppm in total absorption
loss. Note that the above material losses were de-
rived in our test apparatus. In the real environment
of LIGO, the above losses must be scaled down dras-
tically owing to the higher vacuum pumping speed
and the larger chamber volume existing in LIGO ~see
the following analysis!.
B. Scaling of Results to LIGO
The most straightforward model of optical contamina-
tion assumes that loss is caused by volatile materials
that break through interaction with the laser beam
and adhere to the optic surface. Thus the scaling of
optical-loss rates from our measurement apparatus to
the LIGO optics depends on the light intensity and the
contaminant flux at the optic for the two environ-
ments. As the intensity in our tests was at the high-
est level planned in the LIGO cavities ~150 kWycm2!,
we can assume that the optical degradation will scale
no worse than the contaminant flux. The flux has a
direct, line-of-sight component between the outgassing
material and the optic surface and an indirect compo-
nent involving the equilibrium partial pressure of the
contaminant species. The fluxes are given by
FD 5
3.3 3 1019J
4pr2
, (9)
FP 5
P
~2pMkT!1y2
5
2 3 1021P
~AMU!1y2
, (10)
where FD and FP are the direct and the indirect
fluxes in molecules per second per square centime-
ters, J is the outgassing rate in torr-liter per second,
r is the distance from the material to the optic, P is
the partial pressure, M is the molecular mass, k is the
Boltzmann constant, T is the absolute temperature,
and AMU is the atomic mass number of the out-
gassed species.11 P is given by
P 5 JyStot, (11)
where Stot is the total pumping speed, which may in-
clude pumping provided by the clean vacuum chamber
walls: Stot 5 Spump 1 Schamber. The amount of ma-
terial tested in the contamination test apparatus was
roughly the same as that planned for use in LIGO
chambers ~for most materials tested!, so that J is ap-
proximately the same for both environments. Ignor-
mblies, and Vac-seal Epoxy Adhesive in Contamination Test Apparatus
Kapton Cable Assemblies Vac-seal Epoxy Adhesive
18.43 6 2.14 23.88 6 1.94
21.3 6 0.7 20.5 6 0.6
ber was introduced.a
cham
K. S. Thorne, R. E. Vogt, R. Weiss, S. E. Whitcomb, and M. E.ing pumping by gettering of the vacuum chamber
walls and using the respective LIGO and test cavity
pumping speeds of 3000 and 8 1ys, we find the fluxes of
Eqs. ~9! and ~10! become equal for AMU 5 500 at
separations of 5 and 0.3 cm. These numbers are
smaller than the material-to-optic separation in either
LIGO or the test cavity. Thus we can generally ig-
nore the line-of-sight flux for point sources, though this
term can be significant for larger, distributed sources.
The flux, and therefore the loss rate, is seen to scale
inversely with the pumping speed, or approximately
400 times lower in LIGO than in the test cavity. Fi-
nally, the LIGO vacuum chamber has a surface area of
1.6 3 107 cm2, while the contamination test chamber
has an area of 2.1 3 104 cm2. Thus we may assume
that hydrocarbon pumping by the clean chamber sur-
face is likely to be of the same order of ratio as that for
the commercial pumps. This implies that the test
results give an extremely conservative estimate of the
optical losses expected in LIGO.
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